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Case Study 

Objective: Discussion on the development, design and qualification 

of a full-curve neutralization assay for a drug agonist using cAMP as 

measurable endpoint 

 

Drug: Recombinant Hormone 

Phase: I 

Dosing: Single.dose / Multi-dose 

No of Subjects: 50+ 

Example of Sampling: day 1, day 14, day 35 

 



Tiered Immunogenicity Testing 



Presentation Topics 

 Assay Design 

 

Assay Development and Optimization 

 

Assay Qualification 



Neutralization Assay Principle 

Treatment of cells with a drug induces a functional response. 

If a sample containing NAbs is introduced into this system it would 

reduce or abolish the response associated with the drug 

Examples of common neutralization assay end-points: 

• Proliferation 

• Cytokine secretion 

• mRNA or target protein expression 

 

The selected response should assess some aspect of the drug’s 

biology 

 

 



cAMP: Competing cAMP generated due to Agonist stimulation 
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Assay Formats 



Seeding Density and Matrix Concentration 

Cells/well % Serum EC50 (nM) Basal CPS S/B 

20 000 100 0.113 1426 9 

30 000 100 0.100 2282 5 

40 000 100 0.114 2466 4 

20 000 60 0.155 1664 9 

30 000 60 0.427 1522 14 

40 000 60 0.195 2678 7 

20 000 20 0.131 1783 5 

30 000 20 0.423 1314 4 

40 000 20 0.232 3191 7 

n = 3 



Seeding Density and Matrix Concentration Cont. 

Investigation of Optimal Matrix Concentration
20 000 cells/well
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Further Parameters were Optimized 

Sample Volume 

Incubation Times 

Plate types 

Pipetting 

Plate Uniformity 

Cell Maintenance 

  



Final Assay 
 

20 000 cells/well  + 1 uL Sample + 10 uL Drug 
 

 
3 h incubation at 37C 

 

ED/Lysis/CL-solution addition 

1 h incubation at rt 

EA-solution addition 

1 h incubation at room rt 

Plate read (Luminescence) 

Total Assay Time: 7h 



Acceptance Criterias 

► Ratio of maximum to minimum counts per second must be ≥3. 

► Curves must have an slope value of at least ≥0.6 

► Positive controls must always be positive i.e. above cut-point. 

► The negative control must be below the upper limit of the negative 
control, as established in the qualification. 

 

If any of the above criteria are not fulfilled for the positive- and 
negative control, the plate is not approved and has to be rerun. If any 
of the above criteria are not fulfilled for the sample, the sample curve 
is not approved and has to be excluded. 
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Qualification Parameters 

Replicate analysis of sample curves (data not shown) 

Precision 

Specificity of rare reagents 

Sensitivity 

Drug tolerance 

Cut-point 

Short-term stability  

Freeze and thaw stability  

Upper limit for negative control 



Cut-point  

Through a parametric approach a floating cut-point was chosen.  

The correction factor was determined to be: 0.134 (EC50) 

 



Inter- and intra-assay precision  



Specificity of Rare Reagents: Reference Ab  



Specificity of Rare Reagents: Cell Line  

0.
00

96
8

0.
00

96
8

0.
09

68

0.
96

8
9.

68
96

.8

0

3000

6000

9000

12000

Related Drug X

Target Drug

Related Drug Y

Related Drug Z

Buffer (PBS)

Unstimulated Cells

Log Drug (nM)

L
u

m
in

e
s
c
e

n
c
e

 (
c
p

s
)



Specificity of Rare Reagents: Matrix 
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Sensitivity: In Pooled and Individual Serum 

Established Sensitivity: 2.0 ug/mL 



Upper Limit for  

Negative Control  

The mean response and standard 

deviation determined for the 

negative control analyzed in all 

accepted qualification runs were 

used to establish an upper limit for 

the NegC as follows: 

= meanNegC + t0.01,df x SDNegC 



Drug Tolerance 

Assay tolerance of drug level: approximately 3.26 ng/mL 



Short Term- and Freeze/Thaw Stability 

Requirement for stability: difference from reference is ≤ -20%. 

Treatment % Difference from Reference Samples 

3.5 h at Room Temperature -5% 

2 Freeze/Thaw Cycles Cycle 1: 14% 

Cycle 2: 17% 



Conclusion 

A functional method for determination of neutralizing antibodies 

against a target drug in human serum, using stably transfected HEK 

293 cells was successfully qualified 

Development and Optimization Time 1.5 months 

Qualification Time: 1 month 

Number of Qualification Runs: 14 runs (51 plates) 

Analysts: 1 
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