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Pre-clinical ADA assay assessment

Objective

» To support PK analysis within GLP Tox studies to ensure that the correct
dose/risk strategy is taken forward to future studies and consequently to

4

ensure patient safety.
l

» Unusual PK data is indicative of ADA response and often suggests
immunogenicity in a pre-clinical study.
 Current pre-clinical ADA assessments are costly and time-consuming.

How to optimize development and validation ADA

studies?

* |t is not necessary to fully validate a pre-clinical immunogenicity assay up to
the standard required for clinical trials, where patient safety is the driving force.

» Approaches proposed herein suffice to interpret pre-clinical PK data.
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Pre-clinical ADA assay assessment

Optimization of study design to obtain
cut-point

Simplifying
ADA Change of % false positive rate when
assessment determining screening cut-point

Singlicate versus duplicate sample
analysis
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Study design optimization

Powerful statistical approach to improve method
design

Design of

Experiments
Optimization of cause-effect relationship
between factors with minimum sample size

To understand which factors have a significant
SAS JMP impact on method design
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Study design optimization: Design Expert

Biotinylated antibody
concentration
SULFO-TAG antibody
concentration
Positive control curve
range

Percentage of matrix

(minimum required/

Number of
assays

DESIGN-EXPERT
=11 —

PR

Responses

Lower response

Top response
Background

Signal to noise (low
and high responses)
Prozone

\Drug Tolerance /

+++
ENVIGO



Graph Examples
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Study design optimization to obtain cut-point

+ Does having a larger number of plates affect the
conclusions/cut-point?

% False Plates Correction - Sensitivity
rate for with positive Factor
SCP curves
Pre-clinical MSD 0.1% 8 5.87 58.61 = 12.7 ng/mL
Study 8 development bridging RLU
Pre-clinical  MSD 0.1% 18 6.34 5;3} 17.7 ng/mL

validation bridging
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Pre-clinical ADA assay assessment

Optimization of study design to obtain
cut-point

Simplifying
ADA Change of % false positive rate when
assessment determining screening cut-point

Singlicate versus duplicate sample
analysis
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Change of % false positive rate

Tier 1 - Screening 5% false positive rate

1
__________________________________________________ +_______________________________________

Confirmatory assay 1% or 0.1% false positive rate

Tier 2 - confirmation

Tier 3 - characterization

+ Tier 3 for clinical ADAs mainly
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Change of % false positive rate

+ Does changing the screening cut-point from 5% false positives
to 1% or 0.1% affect the conclusions?
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Pre-clinical ADA assay assessment

Optimization of study design to obtain
cut-point

Simplifying
ADA Change of % false positive rate when
assessment determining screening cut-point

Singlicate versus duplicate sample
analysis
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Singlicate versus duplicate analysis

+ Does ADA sample analysis in duplicate or singlicate affect
the conclusions ?

% false positive

Study 1
Study 2
Study 3
Study 4
Study 5
Study 6

Study 7

Pre-clinical

Pre-clinical

Pre-clinical

Pre-clinical

Pre-clinical

Pre-clinical

Clinical
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MSD bridging 5%
MSD bridging 5%
ELISA bridging 5%
ELISA bridging 5%
MSD bridging 0.1%
MSD bridging 5%
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Singlicate versus duplicate analysis
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Singlicate versus duplicate analysis

Singlicate analysis could also be used in clinical studies.

STUDY 7 (n=368)
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Pre-clinical ADA assay assessment

Optimization of study design to obtain
cut-point

Simplifying
ADA Change of % false positive rate when
assessment determining screening cut-point

Singlicate versus duplicate sample
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Fit-for purpose optimization - Preclinical

Reagent labeling Reagent labeling
1 1
New
Reagent optimization Reagent optimization Desion-Experr
S5

wid
ch (prozone and drug tolerance)
g_ Positive control assessment and
o sensitivity calculation Positive control assessment and
o Negative controls for screening cut-point sensitivity calculation
> setting (5% false positive rate) (3 days, Negative controls for screening cut-point
8 2 analysts) setting (1% or 0.1% false positive rate
Intra-/inter-assay precision days. 2 analysts
Confirmatory drug concentration Other parameters (selectivity)
Other parameters (selectivity, prg
drug tolerance, etc.)
SCP/CCP for Screening and - inter. ‘e
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Together, we make the Wo
safer and healthier place tc
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