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OUTLINE

> Necessity for high sensitive PK assay
> Case Study
— 2 assays on 2 platforms: MSD / Simoa
— development & validation
— bridging

— 2-assay strategy for clinical sample analysis
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PRINCIPLES OF THE BITE® MODE OF ACTION
EXAMPLE: HOW BLINCYTO W BLINCYTO  \WORKS
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LOW FIRST-IN-HUMAN (FIH) STARTING DOSE

CONSTITUTES A CHALLENGE FOR ASSAY SENSITIVITY

FIH starting dose
is based on MABEL approach (Minimal Anticipated Biological Effect Level)
typically in sub-/low [ug/day] or [ug/dose] range
expected serum concentration C,,.x < MABEL

canonical BiTE® . half-life-extended BiTE®

- continuous i.v. - - short infusion -
MABEL serum conc.

(often in pg/mL range)
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Target Sensitivity of PK Assay: low pg/mL range
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CASE STUDY

High Sensitive Clinical PK Assay for

- half-life-extended (HLE) BiTE®

- indication: oncology / haematological target
- MABEL concentration: 0.016 ng/mL

- FIH starting dose: 0.05 pg/dose
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1 PROGRAM - 2 ASSAYS ON 2 PLATFORMS

MSD / ECL Assay Quanterix / Simoa Assay

« many BIiTE® PK Assays successfully Feasibility:

validated and in-study use * superior sensitivity?
* sensitivity often not sufficient - full PK profiles in

for early clincal dose cohorts early dose cohorts?

Plate based & Bead based

S12400 / Quickplex HD1- Analyzer

- 1Q/0Q -1Q/0Q

- computer validation/ - computer validation/

Development, Validation, Bridging
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SAME ANTIBODY CLONES AS
CAPTURE & DETECTION REAGENT ON BOTH PLATFORMS

MSD o SIMOA Streptavidin -
Streptavidin — ,,Homebrew* B-galactosidase
SquoTag

|
/) 1C1.1-biot. (a-CD3 binder)

|
/) 1C1.1-biot. (a-CD3 binder) %
®
BITE*Q 20F4 (a-target binder)

BiTE® | Togie on

Magnetic Beads
\W(/ 20F4 (a-target binder)

MSD Test Plate

Cartoons (Simoa) adapted from:
Lisa Heiden 2017, GEN Vol.37 No.4
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DYNAMIC RANGE IN HUMAN SERUMPOOL

PRE-VALIDATION
_ LLoQ uLoaQ 1000000 =
m SIMOA SIMOA P
g 100000 g
Simoa : MSD
dynamic range > 3 dynamic range
(pre-validation) = o003 (pre-validation)
0.0005- 0.064 ng/mL £ 100 = 0.016 - 33.4 ng/mL
20001 LLoQ uLoaQ L0 E
. ; . IVIISD . . . MSD . .
0.0001 0.001 Os.l)e1rum0.<:onc I1:nglm1l-0:| 100 1000
@ SIMOA Assay [AEB] -® MSD Assay [ECL]

MRD = 2 for both assays
Curve Fit: 4-PL fit (weighting 1/y?)

Sensitivity in Serumpool (pre-validation): MSD - 0.016 ng/mL

Simoa - 0.0005 ng/mL
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SIMOA: SELECTIVITY @ LLOQ LEVEL

o 1.5x10°ng/mL = 25% spike conc. > 80% Of Samples With
[ng/ml] recovery * 25%
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Simoa assay sensitivity defined by selectivity => LLOQ =1.5 x 103 ng/mL
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METHOD VALIDATION — SELECTED PARAMETERS

Accuracy & %BIAS: -5 to 3% %BIAS: -2 to 5%

Precision %CV: 9 to 12% %CV: 510 17%
Total Error: 10 to 16% Total Error: 6 to 19%

Dynamic Range 0.016 — 33.4 ng/mL 0.0015 - 0.064 ng/mL

Specificity no interference for soluble target levels no interference for soluble target levels
up to 1250 pM up to 1500 pM

Selectivity confirmed for 0.016 ng/mL confirmed for 0.0015 ng/mL
(incl. healthy, diseased, hyperlipaemic and (incl. healthy, diseased, hyperlipaemic and
haemolytic samples) haemolytic samples)

> Both assays passed validation with comparable A&P
» Simoa with ~10-fold better sensitivity
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2-ASSAY STRATEGY FOR IN-STUDY USE

MSD Assay
> primary assay
- long experience with technology, sample
robustness, cost \
MSD Assay | —> 2LLOQ — report
\ <LLOQ
Simoa Assay |

Simoa Assay | ——> >LLOQ —> report

» secondary assay
<LLOQ —> report

- for samples with a primary result
<LLOQ in MSD

- to provide full PK profiles in early
clinical cohorts
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BRIDGING OF MSD & SIMOA ASSAY

Bridging
of primary (MSD) and secondary (SIMOA) Assay

> Samples within overlapping dynamic range were

analyzed with both assays: ouigq T TPIKE samples anslyzed by
0.016/0.048 / 0.064 ng/mL
g J 0.06 1 o @ ?
E :: 0.04 ? ¥
» Acceptance Criteria: S | op g
- Recovery within £20% of nominal . :
A %Difference S 30% 0.016 nominaol.(::::c 0.064

Comparability of MSD and Simoa assay confirmed

in overlapping dynamic range

2 AMGEN



PK PROFILES FOR EARLY DOSE COHORTS

1 1 13
- j
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Proof of Concept for 2-Assay Strategy Confirmed
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SUMMARY

> PK Assay was developed on the MSD and the Simoa platform to be used
for a BiTE program with a clinical starting dose of 0.05 pg/dose

> both assays use the same detection reagents and passed validation with
comparable results for A&P

> 10-fold improvement in sensitivity by Simoa over MSD
> successfull bridging of both assays

> proof of concept: full PK profiles for early dose cohorts provided by using a
2-assay-strategy with MSD as primary and Simoa as secondary assay
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